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INSTRUKCJA USTAWIENIA OGRANICZENIA  
K¥TA ZGIÊCIA I WYPROSTU W SZYNIE 

2R ANATOMIC

A

B

C

1. Ustawiæ ortezê w przybli¿onym po³o¿eniu w którym chcemy ograniczyæ zgiêcie (wyprost).
2. Wkrêciæ wkrêt (wkrêty) w odpowiednie miejsca oznaczone na zdjêciu po lewej. 

    A- Ca³kowita blokada w pozycji 0° (wyprostowanej)
    B- Ograniczenie k¹ta zgiêcia w 75°
    C- Ograniczenie k¹ta wyprostu w 15°
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UWAGA: 
PRZED USTAWIENIEM BLOKADY K¥TA ZGIÊCIA LUB WYPROSTU, ZALECA SiÊ ZA£O¯YÆ WYRÓB NA 
KOÑCZYNÊ. 
Szyny boczne nie wymagaj¹ konserwacji.  
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HOW TO SET UP THE FLECTION 
AND EXTENSION ANGLE IN 

2R ANATOMIC SPLINT- INSTRUCTION 

1. Place the support in the position in which you want to stabilize the flection (extension) 
2. Place the screws in the holes showed in the picture on the left.

    A- full blockage in the 0 degree position
    B- restriction of the flection angle at 75 degrees
    C- restriction of the extension angle at 15 degrees

ATTENTION: 
Put the support on the limb before you fix the angle of extension or flection.
Lateral splints do not require maintenance

Validity date: not determined
Warranty: 24 months from the date of purchase
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REH4MAT S³awomir Wroñski
ul. Piaski 47, 36-060 G³ogów M³p., Poland

tel. +48 16 621 42 20; fax +48 16 621 42 13
e-mail: biuro@reh4mat.com,  www.reh4mat.com

Admitted on the market: product registred
in the Department of Registration of Healing Products,

Medical Products and Biocide Products. 

Medical product first class
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